The objective of the current study is to examine the effect of the paint application technique, i.e., whether the AA substrate is dipped or sprayed, on the pressure and temperature sensitivity. A more practical procedure for preparing the AA samples is also presented. Scanning Electron Microscope (SEM) images are acquired together with the calibration of the AA-PSP at various temperatures and pressures to determine the effectiveness of each application technique. The results revealed that the AA sample which was dipped in the PSP solution shows a higher pressure sensitivity than the sprayed one. The SEMs show that spraying leads to the covering up of the micropores created on the surface and undermining the benefit of anodization.
I. INTRODUCTION
Pressure sensitive paints offer the advantage of non-intrusive global pressure mapping of aerodynamic surfaces.
1,2 Anodised Aluminium Pressure Sensitive Paint (AA-PSP) uses an electro-chemical process to develop a porous surface on the aluminium substrate to which the oxygen sensitive paint is added. [3] [4] [5] [6] [7] The porous surface leads to an increased surface area and hence greater chance of interaction between the oxygen molecules in the surrounding environment and the oxygen sensitive luminophores molecules in the paint. 8 This leads to an increased response time of the pressure sensitive paint, a crucial parameter in the analysis of high speed unsteady flows.
Traditionally the anodized model is dipped in the PSP solution where it is allowed to adsorb the oxygen sensitive molecules present in the solution. 9 The process of dipping has costly limitations. If the model is relatively large, e.g., in order to study unsteadiness in detail, then large volumes of PSP must be prepared so the entire model can be dipped into the solution. Due to the expensive nature of the oxygen sensitive molecules, in this case Ruthenium, making large volumes of PSP to cover the entire model will be very expensive.
Also, if one is only interested in obtaining the pressure data over a small area of interest, there is no need to prepare large volumes of PSP to dip the whole model and the area of interest can just be sprayed with PSP. Large volumes of PSP solution also raises the issue of storing the photosensitive and easily evaporating mixture. On the other hand if the model is too small then very sensitive and high resolution image acquisition apparatus is required to study the small fluctuations, again increasing costs.
The objective of the current study is two fold: firstly a more practical approach to preparing anodized aluminium samples is presented, secondly if AA-PSP samples that have been sprayed rather than dipped exhibit adequate pressure sensitivity this would lead to a reduction in PSP solution required to dip the entire model and therefore lead to reduced costs.
II. EXPERIMENTAL SETUP A. Anodization Procedure
The pre-treatment procedure of the aluminium sample to be anodized is identical to that of Sakaue 10 and Kameda et al. 11 In the anodization part of the procedure we have adopted a simpler approach. Where the sample is to be dipped in 1 molar sulfuric acid Kameda et al.
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recommends a constant temperature of 5 − 10
• C compared to the 0 • C used by Sakaue.
Since maintaining a constant low temperature requires specialist equipment, we sufficed to anodizing the aluminium sample at room temperature, therefore eliminating the need for temperature regulation. The post-treatment procedure of the sample is again identical to the aforementioned researchers. Figure 1 shows the scanning electron microscope (SEM) image of the surface profile of an aluminium sample anodized using the aforementioned procedure. The porous structure of the anodized sample is clearly evident.
B. Paint Formulation
One mol is the unit which has Avogadro's number of molecules (6.02 × 10 23 ). If we have V (ml) of solvent, we need to measure w(g) of dye by the following relationship:
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where F W is the formula weight of tris-(Bathophenanthroline) Ruthenium (II) Perchlo- Aluminium samples measuring 20 × 20 × 2mm were used to observe the effect of the different paint application techniques. Three samples were studied: 1) dipped, 2) sprayed with 9 layers, and 3) sprayed with 30 layers.
C. Calibration Apparatus
A specially designed calibration chamber was used to determine the pressure and temperature sensitivity of AA-PSP samples. The pressure was monitored with a Kulite and varied in the range between 0.5 and 4bar. Using a peltier heater/cooler manufactured by Greenweld, the temperature of the PSP sample was controlled was controlled in the range 264K and 320K. A k-type thermocouple mounted on the surface of the PSP sample allowed for the continuous monitoring of the surface temperature.
A pair of light emitting diode (LED) panels with peak wavelength of 470nm were used for illuminated. Each LED panel comprised of 13 × 10 LEDs. The luminescent emission was captured by a CCD camera (LaVision Image Intense). The setup is identical to that used by Zare-Behtash et al.
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A combination of two filters was used to capture the emitted light. The first, an orange long pass filter, only allowing the transmission of light with λ > 550nm and the second filter was an Infra-Red (IR) cut-off filter, preventing the transmission of light with λ > 700nm.
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III. RESULTS AND DISCUSSIONS
A. Effect of Paint Application Technique
Figure 2 presents the SEM images for two AA samples which have been coated with the PSP by the dipping and spraying methods, respectively. Both samples were originally part of the same piece of aluminium that was anodized according to the aforementioned procedure, and then cut into small square sections. The most prominent difference between the two is the surface profile; whilst the dipped sample shows a very uniform distribution the sprayed sample contains a plethora of droplets as a result of airbrushing.
Examining the intensity profiles of the various AA samples through the CCD camera we arrive at Figure 3 . The dipped sample contains distinct surface non-uniformities. Due to the very thin layer of paint deposited on the sample as a result of dipping even the slightest discontinuities on the model surface are highlighted. Since in PSP analysis intensities are divided by a reference image intensity these surface non-uniformities are not difficult to deal with. However, care must be taken in instances where the PSP sample is prone to slight movements during testing.
The sprayed samples exhibit an unexpected uniformity with both samples exhibiting a higher intensity (signal level) compared to the dipped sample. This is due to the thicker layer of PSP deposited on the sprayed samples. However, the intensity of the paint reduces when more layers are sprayed on. At high levels of luminophore concentrations adverse interactions take place among the luminophore molecules which lead to the decrease in intensity.
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In Figure 4 using the backscatter SEM image the relatively thick layer of PSP covering the porous surface is evident, making the porous anodized surface superfluous.
B. Pressure and Temperature Sensitivity
The pressure sensitivity of PSPs is determined through a Stern-Volmer plot. The S-V plot consists of the intensity ratio of wind-off to wind-on (I ref /I) images plotted against pressure.
The higher the gradient of each line the greater the pressure sensitivity. The S-V plot for the three AA-PSP samples tested is presented in Figure 5 . The reference intensity corresponds to ambient conditions (P = P ref = 1bar). The best way to analyse this figure is by focusing on one particular temperature and observing how each sample behaves. For example at 264K the dipped sample exhibits the greatest pressure sensitivity and sample with 30 layers has the lowest pressure sensitivity. This behaviour is repeated for all temperatures tested.
An ideal pressure sensitive paint would display no or little temperature sensitivity. However, most pressure sensitive paints exhibit slight temperature dependencies. Figure 6 shows the variation in intensity obtained at three different pressures for the three temperatures tested. As the results indicate the dipped AA-PSP sample exhibits the greatest variation in intensity at different temperatures whilst the model that has been sprayed with 30 layers of PSP shows the least variation in intensity with temperature.
IV. CONCLUSIONS
Using the simpler anodization procedure presented in this paper we have been able to create a porous surface for the application of AA-PSP.
The behaviour of three AA-PSP samples which were dipped, sprayed with 9 layers, and sprayed with 30 layers were compared. SEM images of the dipped AA-PSP sample showed a uniform surface profile compared to the sprayed samples. The dipped sample has a relatively low signal level due to the thin layer of paint deposited on it. The dipped AA-PSP sample displays a greater pressure sensitivity and at the same time the highest temperature sensitivity. The sprayed sample with 30 layers with a high concentration of oxygen sensitive luminophore showed the lowest pressure and also temperature sensitivity.
More SEM analysis is planned to explore the three-dimensional surface texture of the anodised samples. This will give a better understanding of the dimensions of the micropores formed on the AA surface and lead to a better understanding of how best to utilise this structure to improve the efficacy of AA-PSP. 
